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Introduction
Crystallography has become important in the study of biology. X-ray crystallography is used to determine the three-dimensional structure of large proteins and other macromolecules (Mathews, 1997) . Important structural determinations range from the photosynthetic reaction center (Deisenhofer et. al., 1985) of plants to various viral structures (Rossmann and Johnson, 1989) .
In addition, X-ray analysis has been used to engineer proteins of greater stability (Matsumura et. al., 1989) than those normally produced by living organisms. The results of X-ray crystallography will also lead to anti-influenza drugs (Colman, 1994) and to drugs that can inhibit the HIV protease (Ridky and Leis, 1995) . Crystallography is an effective tool that will continue to provide insight into many biological structures and processes.
It is important that the X-ray beam has certain properties if an experiment is to be successful.
Protein crystals diffract weakly if a small volume is exposed to the X-ray beam, or if an improper wavelength is chosen. In addition, it is advantageous if the beam can be finely tuned to account for the size, temperature, and other properties of the sample (Helliwell, 1997) . It is therefore important that the sample be placed in the most intense part of the beam profile so that the user is certain the properties of the beam are correct. Furthermore, small fluctuations in the electron beam patch, or heat-induced distortions of the optical elements, can cause the position of the beam to shift slightly over the course of an experiment. The position of the sample must be adjusted periodically to account for the changes in the X-ray beam.
The X-ray beam intensity is determined by passing the beam through a helium ion chamber and counting the number of atoms ionized by the beam. Software previously in use at the Stanford Synchrotron Radiation Laboratory uses a simple algorithm that takes ion chamber readings over a range of table positions and moves the sample to the position of the highest reading. This method is prone to finding false maximums due to spurious high detector readings, or from scanning the beam far from its actual maximum. In addition, the software fails to provide the user with information about any problems there may be when a scan does not contain a beam profile. Since a major goal in the field of X-ray crystallography is to automate and accelerate data collection (Mathews, 1997) , this is a process that needs to be improved.
We developed and implemented a more sophisticated and statistically sound algorithm that is both reliable and efficient. Cubic smoothing splines (Green and Silverman, 1994; Reinsch, 1967) were fit to the data using a fast procedure for calculating the minimum cross validation (Hutchinson, 1986) . Information about the splines was calculated and used to make a decision about the quality of the scan and the existence of a beam profile. These functions were integrated into existing data collection software. With software that is more reliable, experimenters will be able to collect more data with greater efficiency.
Algorithm Description
Scans of ion chamber counts give noisy data. 
The integral of the squared second derivative of g is a measure of the 'smoothness' of g. As α approaches zero the spline becomes an interpolating spline. As α approaches infinity the spline becomes a linear regression. Penalizing the sum of squared residuals is how the trade-off between a close fit and smoothness is made.
Reinsch's algorithm finds the values of g and its second derivative at each t i for a particular value of α. If g is the vector of spline values at each t i , and Y is the vector of data values at each t i then:
where γ is the vector of second derivatives at each t i , α is a smoothing parameter, and Q is defined as an n by n-2 matrix with entries q ij for i=1,…,n and j=2,…,n-1, given by:
with h i =t i+1 -t i , and q ij = 0 for |i-j| ≥ 2. The vector of second derivatives, γ, is given by:
where R is an n-2 by n-2 matrix with elements r ij given with i and j running from 2 to n-2, given by:
r i,i+1 = r i+1,i = h i /6 for i = 1,…,n-2,
and r ij = 0 for |i-j| ≥ 2. The equation for γ can be solved using Cholesky decomposition in linear time. The vectors g and γ then describe cubic polynomials between each two t i . It is now straightforward how to calculate the value of the spline at every point in the domain.
Hutchinson also includes a linear time algorithm for minimizing the generalized cross validation (GCV) which gives an α that minimizes S(g):
.
where I is the identity matrix, and A(α) is the hat matrix:
These algorithms were used to fit a cubic smoothing spline to ion-chamber counts versus the vertical position of the sample. The maximum and minimum of the spline function were found analytically along with the inflection points about the maximum if they existed. Figure 1 is an example of data and the fitted spline that corresponds to a beam profile. We note the existence of a well defined peak and maximum.
The algorithm developed here rejects scans not including an entire X-ray beam profile based on the following criteria. First, any scan containing less than a third of non-zero counts is rejected.
These kinds of scans are rejected because they do not contain enough information to justify moving the sample. Figure 2 is an example of this type of scan.
Any scan where the maximum lies on the boundary of the domain of the spline is rejected. These types of scans are rejected because they do not contain an entire profile of the beam. Figure 3 is an example of this type of scan.
Scans where one of the inflection points about the maximum lies on the boundary of the domain are rejected. These scans are rejected because the maximum occurs too close to the boundary.
The second derivative is always exactly zero at the boundary of the domain of a natural cubic smoothing spline. Therefore, no useful information about the beam profile is gained by identifying these points as good inflection points. Figure 4 is an example of this type of scan.
Any scan where the ratio of the maximum to the minimum as scaled by the flux of the particular beam line is too small is rejected. This criterion allows scans where the maximum is not significantly different from the minimum to be rejected. A lower bound on this ratio can be provided to the algorithm as a parameter. Figure 5 is an example of this type of scan.
Any scan where the distance between inflection points is too small is also rejected. This allows peaks which are too narrow to be representative of the beam profile to be rejected. A lower bound on the distance between inflection points may be provided to the algorithm as a parameter. Figure 6 is an example of this type of scan.
Finally, scans where the magnitudes of the gradients at the inflection points as scaled by the maximum of the scan are too large are rejected. This allows scans which are too steep to be representative of the beam profile to be rejected. Upper bounds on the magnitudes can be provided to the algorithm as parameters. Figure 7 is an example of this type of scan.
Results
The algorithm was able to correctly identify all data not containing a beam profile from all scans performed between November 27, 2001 and July 2, 2002 on four beam lines at the Stanford Synchrotron Radiation Laboratory. There were approximately five thousand scans in this period.
The algorithm failed to correctly identify the existence of a beam profile in only one scan from this period (Figure 8) . Therefore, the algorithm gave no false positives and only one false negative over all the data.
We were able to arrive at values of the parameters described above for the four beam lines.
These parameters were carefully chosen by examining the properties of scans known to contain beam profiles. Tables 1 through Table 4 show details of important values from all scans with beam profiles from the four beam lines.
Discussion
The algorithm performs very well on the data available. The absence of any false positives is clearly very promising. In the development of the algorithm, four parameters were added with the sole motivation of eliminating a small number of false positives. This is noteworthy because it can be concluded that the algorithm performs reasonably well even without the introduction of parameters. To claim that the parameters are unnecessary is probably shortsighted, however. The parameters add needed flexibility to the algorithm. Every beam line is different, and properties of the individual beam lines can be altered. Making adjustments to beam attenuation and energy will almost certainly change what a good beam profile looks like. Since for practical purposes false positives are unacceptable, it is important to be able to finely tune the algorithm by using the parameters. Table 5 lists the values of parameters for all beam lines that gave the above results. The minimum width of the peak for each beam line corresponds to typical widths set by users.
Setting the minimum value of the ratio between the maximum and the minimum scaled by the flux to larger than a tenth ensures that the maximum is effectively one order of magnitude larger than the minimum. The gradients at the inflection points around the maximum are scaled by the maximum because it is reasonable to expect large gradients if the maximum is large and small gradients if the maximum is small.
It is important for the usefulness of this algorithm that the parameters be adjusted carefully to match any changes to a beam line. Great care has been taken to ensure that this algorithm can be applied in general to similar problems. However, it is essential that enough data from scans of the beam profile be available so that an informed decision can be made about how to set the parameters.
The information that is gathered by this algorithm is helpful in two ways. First, It can be used to automatically move the sample to the optimally aligned position. Second, if the data does not correspond to the beam profile, the user is notified and given several hints about what could have gone wrong. This reaches the goal of improving automation of data collection.
More detailed information about the algorithm including C source code can be found in the BLU-ICE data collection software in use at the Stanford Synchrotron Radiation Laboratory and several other synchrotron light sources around the world. BLU-ICE is an Open Source software project and is used and developed by people in several countries.
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